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Cucrema MUK Tect Ctpun (MIC Test Strip)

JJISL oTipe/ie/IeHUs] MUHUMAJIbHOM HHTMOUPYolled KOHUEHTPAIMM AHTUOMOTHKOB
JJISl TPAM-HeraTUBHBIX 0aKTepuii

PY Ne ®C3 2012/11541 om 19 utona 2021 200a

Onucanue

Cucrema MUK Tecr Crpun (MIC Test Strip) npencraBinser co0Ol T'paJHMEHTHBIA TeECT,
MCIOJIb3YEMBIN I ONpeAesieHUs] MUHUMalbHOM nHruoupyomei konuentpauuu (MUK) otaenpHbix
MUKpPOOPIaHW3MOB JUIsl ONPEIENICHUs] HaJUIeKAIIEero JICYCHUs] NAlUMeHTa WM BBISBICHUS MOJeen
pesucrentHocT (MUK - MuHUManbHas WHrHOMpYOIIas KOHLEHTPALUS MPOTHBOMHUKPOOHOTO
npernapara, KOTopas IMoJIaBjisieT pOCT MUKPOOOB B CTaHIAPTHBIX YCIOBHSIX in Vitro).

ITponenypa onpeaenenus MUK meronom pa3seneHus OyjaboHa MM arapa, OCHOBAaH Ha IBYXKPaTHBIX
CEepUIHBIX pa3BEelEHUSAX AHTUOMOTUKOB M SBISETCA ATAJOHHBIM, OXKUAaeMas BOCHPOM3BOIUMOCTh
KOTOpPOr'0 HaXOAUTCS B Ipefeiiax + 1 npu AByKpaTHOM pa3BEICHUMU.

Copepixkanue ynmakoBKu

Cucrema MUK Tect Ctpun (MIC Test Strip) nmocraBnsercss B HECKOJIBKUX THIIaX YHaKOBKU (0e3
JIOTIOTHUTEJILHBIX PEareHTOB):

* 10 TecT (1M0JIOCOK), MHAMBUAYAIBHO YIIAaKOBAHHBIX B TTAKET C BIATOMOTIATUTENIEM.

* 30 TecToB (ITOJIOCOK), MHANBUIYAIbHO YIIAKOBAHHBIX B MAKETHI C BJIIATOTIOTIATUTEIIEM.

* 100 TectoB (m010cOK) B OaHKE € BIaronorjiaTuTeNeM, BCTPOEHHBIM B KPBIILIKY.

HeO6XOI[I/IMBIe MaTcpHraJibl (He BXOJAT B COCTaB TeCTOB)I

* Arapu30BaHHAs Ccpe/ia, PEKOMEHJOBaHHAS TSI * CTepuiIbHBIC TICTIIH, TAMITOHBI (HE
WCTIOJTb30BaHUS TIPUA TECTHPOBAHUHT CJIMIITKOM TYTO 3aKPYYCHHEBIC),
YYBCTBHTEIHLHOCTH K MTPOTUBOMUKPOOHBIM MPOOUPKH, MATICTKA U HOKHUIIBI
npenaparam (damku guamerpoM 90 umu 150 mm). * Unkyb6atop (35 £2°C)

* Cpena amst HOATOTOBKU CYCIIEH3HH * Mukpoopranu3mMbl KOHTPOJIS

* Crannapt myTHocTH TI0o Mak®apnanay KauecTBa

* [Iunuer

ITPUMEYAHMUE. Hcnons3yemas cpena, a TakKe CYCIEH3HsI MHOKYJISITAa 3aBUCIT OT MCCIIEAYEMOTO
MHUKpooprann3ma. KoHKkpeTHble peKOMEH1alluK CM. B PyKOBOICTBE MO MPUMEHEHHUIO.

JlononHuTeNbHAS TEXHUUYECKask nH(popMalus Ha caiite www.liofilchem.com
punuun Mmeroxa

MUK Tecrbl (MOJOCKHM) U3rOTOBICHBI M3 CIEHUAIBHON BBICOKOKAYECTBCHHOW OyMmarw,
NPONUTAHHOW TPEABAPUTEIBHO 33JaHHBIM TPaJUCHTOM KOHIEHTpallMd aHTuOMoTHKa B 15
JIBYKPATHBIX pa3BENEHUSAX, UCIOIB3YEMOM IIpU KiaccuueckoMm Metone onpenenenus MUK. Koraa
TECT-IIOJIOCKA HAHOCHUTCS HAa HHOKYJIUPOBAaHHYK) IIOBEPXHOCTb arapa, IIPEIBApUTEIBLHO
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copMUPOBAHHBIHN SKCITOHEHIIMAIBHBIN TPaJUEHT IPOTUBOMUKPOOHOTO areHTa 1uGyHIUpyeT B arap
B TeuyeHue Oosee onxHoro dyaca. [locine wuHKyOarmuu (GopMUPYeTCs CHMMETPUYHBIA 3JUTUIIC
MHTUOMPOBAHUS C IIEHTPOM BIOIb mojocku. MUK cumThIBaeTcsi HEMOCPEACTBEHHO CO MIKAJIBI B
MKTI/MJI B TOUKE, TJI€ Kpai 3JUIMIIca UHTHOMPOBAHUS MIEPECEKAET MOJIOCKY.

Jlnst oOHapyKEeHUsI MEXaHU3MOB PE3UCTEHTHOCTH OeTa-inakTaMas pacmmpernoro cnekrpa (BJIPC) u
KapOaneHemas, JBYXCTOPOHHHHM  TPaJUeHT  TECT-TIOJIOCKHM  COJCPKHUT  COOTBETCTBYIOIIHE
JIMAarHOCTHYECKUE peareHThl. Y CTOMYMBBIC OAKTEpHH UIACHTU(DUIMPYIOT, CPAaBHUBAsI HHTHOUPOBaHUE
Ha 00erX CTOPOHAX TOJIOCKH.

IMpouenypa recra

[lepen wucroib30BaHHEM TMOJOCOK, OCMOTPUTE YMAaKOBKY, 4TOObI yOEOUTHCs, YTO OHAa He Oblia
noBpexxaeHa. He mcemoJib3yiiTe MmOJIOCKH, ec/iM YNaKOBKa moBpexkaena! [lpu ucnonb3oBaHumn
TecTOB U3 OaHKM, 3aMEHUTE KPBIIIKY U XpaHUTE, KaK yka3zaHo B pasaene «XPAHEHUE.

e I3Bicub yMakoBKYy WM OaHKY C TECT-TIOJIOCKAMH W3 XOJOIMIBHUKA/MOPO3WIBHON KaMephl U
MO3BOJIUTH HArpeThcsi 10 KOMHATHOW TemrepaTypsl (~ 30 munyT). [lepen BCKpbITHEM yHaKOBKU
BJlara, KOHJICHCUPYIOIIAsACA Ha BHEIIHEW MOBEPXHOCTH, JOJKHA TMOJHOCTBIO MCHApUThes. s
W3BJICUYCHHUS TIOJIOCKU M3 YIIAKOBKHU UCIIOJIb3YHTE MUHIIET.

[HoaroroBka HHOKYJIATA

e Bxectu XopoIo M30JMPOBAHHBIE KOJOHHM M3 YalleK C arapoM B CpPeay ISl HPUTOTOBJICHUS
CYCNEH3UHU M OCTaBUTh HA HOYb JJISl JOCTHOXKCHHsI peKoMeHayemoro cranaapra Mak®daprannaa.
Ecnu koHIleHTpalus WHOKYIATA MpaBHIbHAS, TIOCTE HHKYOAIMu OyIeT MoTydeH paBHOMEPHBIH
ra3oH. B ciayuyae HeJoCTaTOYHOr0 pocTa, MOBTOPUTH TECTUPOBAHUE.

e Crangaptel MyTHOCTH 10 Mak®apnaHqy HE TapaHTUPYIOT MPABUIBHOE KOJIUYECTBO
KU3HECTIOCOOHBIX KJIETOK B cycrmeH3uu. YToObl yOeAWThCs, YTO Balla MpOIEaypa daeT
MPaBWIbHYIO TUIOTHOCTh WHOKYJsATa ¢ Touku 3peHus KOE/mn, pexomeHayercs MpPOBOAHTH
PETYISIpHBIN MojcyeT KojoHui. [Ipuemnemas KOHIIEHTpallus HHOKYIISATA - MPUOIU3UTENbHO 1-2 X
10° KOE/mu.

HNuokyassuus

e (CMOYHUTH CTEpUIIbHBIA TAMIIOH B OYyJIbOHE C KYJbTYpPOU KJIETOK UM B €ro pa3seneHuu. [Ipuxath
TaMIIOH K CTEHKEe MNpOOMPKU A yJajdeHus JuimHed kujakoctd. [lo Bceill moBepXHOCTH
CTepUJILHOTO arapa MpPOBECTH TaMIIOHOM MeToJoM ImiTpuxa. s obecnedyeHus paBHOMEPHOTO
pacrnpeneneHnsl HHOKYJIsATa OBTOPUTB 3Ty MPOLENypy eunle 2 pasa, noBopauusas yamky [lerpu
Kax bl pa3 npumepHo Ha 60 rpagycos. [lepen pa3MenieHrnemM NoJIOCKU Ha YaIlKy, JAWTe JTUIITHEN
BJIare BIIUTAThCS.

e lcnonb30BaTh TOJBKO CHELUAIM3UPOBAHHBIE BBICOKOKAYECTBEHHBIC IIMTATEIIBHBIE CPEIbI,
o0ecreunBaronIfe XOpomuid pocT U npeaHazHadeHHubie ais AST. BeiOpanublii OpeHI TOHKeH
UMETh XOPOIIYyI BOCHPOHM3BOJMMOCTh OT MAapTUU K IMapTUH, YTOOBI OOECHEUUTh IMOJyuYEeHHUE
TOYHBIX U HaAEKHBIX 3HaueHut MUK.

e ArapoBas cpena gokHa uMeTh Tonuuny 4,0 £ 0,5 mm, pH 7,3 £ 0,1. Bee npyrue tpeboBanus
KayecTBY Cpelbl TaKXe JOJDKHBI BBIMONHATECS. JIOMOMHUTENbHYIO HMH(OpMaIUio CcM. B
MHCTPYKLHAX NPOU3BOAUTENS MUTATEIbHBIX CPE.
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L4 H606XOI[I/IMO HAaHOCHTB IIOJIOCKY Ha ITOBCPXHOCTL arapa 11110 (0) BBEPX M KOJOM IIOJOCKH K

BHEIITHEH CTOPOHE YalllKH, IIPpUKaB €€ CTCPUJIbHBIM ITMHIETOM K IIOBEPXHOCTH arapa. Y66I[I/ITBC$I,

YTO BCS AJIMHA TPAJIMEHTa aHTHOMOTHKA MOJHOCTHIO COMPUKACACTCS C MOBEPXHOCTh arapa.
ITocsie HaHeceHMsI MOJIOCKY He NepeMenmaTh!

Nukyoanus

e UukyOupoBaTh 4YalllKM C arapoM B [EPEBEPHYTOM IIOJOKEHUH IIPU COOTBETCTBYIOLIECH

Temreparype, armocdepe u BpeMmeHH. KOHKpeTHble MHCTPYKIMH 10 HMHKyOaluud CM. B

PykoBocTse 110 npumenenuo MTS™,

Ycnosus tectupoBanuss MTS™ st HanOonee pacipoCcTpaHEHHBIX OPraHU3MOB MOKa3aHbl HUKE. st

MOJTYYEHUS! TOTIOJIHUTENBHOM HHPOPMAIH 0 KOHKPETHBIX MPUMEHEHHUAX CM. TOKyMeHTbl MTS™,

JOCTyMHbIe Ha caiiTe https://www.liofilchem.com/mts

I'pynna Arap Huoxkyasat YcioBusi MHKYOMpOBaHUsI
Cycnensus MyTHOCTh Temnepatypa|  Armocdepa’ Bpewms®
A3poobI Mromepa- 0.85% NaCl [0.5en. 35+2°C Oxkpyxaromas 16-20 4 °
[XuaTOHA 2345 Mak®apnania cpena
(1 myxounm)
ORSA/ORSE [Miromnepa- 0.85% NaCl |0.5 Mak®apnania 35+2°C Okpyxatomas | 24 1 ORSA
XuaTOHA +2% cpena 48 1 ORSE
NaCl (MTS™
Tonbko
OKCALIMIITHH )
AHA3PO0OLI Brucella Blood | Bymson mis 1 Mak®apiana 35+2°C 80-85% N, / 24-48-72u B
OpyLesuT HiIu 5-10% CO,/ | 3aBHUCHMOCTH
Bbynbon 10% H, 7 OT BHJA
Mronnepa-
XuHTOHA
Haemophil HTM (CLSI) Bynbon 0.5 35+2°C 5% CO, 20-24 vaca
us MH-F Miosepa- Maxk®apianaa
influenzae (EUCAST) XuHTOHA (1 myxonpm)
nnu bynbox
HTM
Streptococcus  [Mrosutepa- Bynson 0.5 35+2°C 5% CO, 20-24 gaca
pneumoniae m  [Xunrona +5% | Mromiepa- Maxk®apianaa
Streptococci ! |kposb (CLSI) | Xuntona (1 myxonp)
MH-F
(EUCAST)
Neisseria OcHoBa arapa | Bymson 0.5 Mak®apianna 36+ 1°C 5% CO, 20-24 gaca
gonorrhoeae GC + Mrosutepa-
HEOOXOANMBIE XWHTOHA
T06aBKH

1. Includes beta-haemolytic Streptococci groups A, B, C and G and Viridans group S.mutant, S. mitis, S.sanguis,

S.bovis.

2. For trimethoprim and trimethoprim/sulfamethoxazole, ensure that the brand and batch of agar has a low

thymine/thymidine content to minimise antagonism of the activity of trimethoprim and sulphonamides.
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3. The inherent calcium content in Mueller Hinton agar may vary between brands and batch to batch. Perform quality
control of agar plates on a batch to batch basis to qualify it for use, particularly for testing of daptomcyin.

4. The inherent manganese content in Mueller Hinton agar may vary between brands and batch to batch. Perform
quality control of agar plates on a batch to batch basis to qualify it for use, particularly for testing of tigecycline.

5. The performances of macrolides and aminoglycosides MTS™ with aerobe microorganisms have been validated and
are guaranteed with the Liofilchem and BBL/BD Mueller Hinton Il Agar only.

6. The activity of macrolides, lincosamides, streptogramins, aminoglycosides, quinolones, penicillins and tetracyclines
can be affected by the pH decrease consequent to the incubation in 5% CO; for fastidious organisms. Please be
aware that differences in results can be obtained between systems that are incubated in ambient and in CO»-enriched
air.

7. Ensure that an efficient anaerobic system is used to achieve rapid anaerobiosis to avoid false resistant results with
metronidazole.

8. Ensure the agar plate is incubated for the recommended period before reading, especially for delayed expression of
resistance and slow growing and fastidious organisms.

9. MTS™ vancomycin results are interpreted at 24 hours of incubation for Staphylococci and Enterococci.

Onpeneaenne MIC

[Tocne HeoOX0MMOTro BpEMEHU MHKYOAIMH, U TOJIBKO, €CJIM OTYETIMBO BHJEH POBHBIN I'a30H poOCTa,

cunthiBatoT 3HaueHne MUK Ttouke, re BepiimHa siumnca (30Ha MHTHOUPOBAHMS) TIEPECEKaeT TEeCT

IIOJIOCKY. Ecan KYJIbTYpa KaKETCA CMEIIaHHON WJIM Ta30H pocCTa OYCHb HeOOJIBIION UIH Ype3MEPHO

6OHBm0ﬁ, AHAJIN3 pPE3yJIbTATOB HEC HpOBO,Z[I/ITL!

IIpumeyanus

[IpoTMBOMUKPOOHBIE  MpemapaTrbl MOTYT OBbITh  JIMOO  «-CTaTUYECKMMU»  (Hampumep,
0aKTepHOCTATUYECKUMH, (PYHTMCTAaTMUECKHUMHM), JTUOO «-IUJAHBIMU» TPH B3aUMOIECHCTBUU C
LIEJIEBBIMA OpPraHM3MaM{, M 3TO HEOOXOAMMO YYMTBHIBATh JUIsI MPABMIIBHOTO OIpEaesIeHUs
koHeuHo! Toukn MUK. [ GaKTepUIMAHBIX MTpenapaToB, HAIpUMep, OeTa-TaKTaMbl, CYHUTHIBAIOT

MUK B ciayuae nonHoro uHruOuposanus pocra. [lomyTHeHne, pocT Makpo-KOJIOHHUM UM MUKDO-
KOJIOHMH B mpeAenax 3 MM OT IOJOCKM CIEAyeT paccMmarpuBaTh Kak pocT. s
OAKTEepUOCTATUYECKUX MpPENnaparoB, HapUMeEp, TPUMETONPHUM-CYJIb(PaMETOKCa30i, pe3yIbTaThl

cuutbiBatoT npu 80% UHrUOMpOBaHMM, HANpPUMEpP, B TMEPBOM TOUKE 3HAUUTEIHHOIO
MHTUOMPOBaHUs, HAOJII0JaeMOT0 HEBOOPYKEHHBIM TJIa30M.

PocT o BceMy rpagueHty, T. €. OTCYTCTBUE JJUIAIICA TOPMOXKEHHMSI, YKa3bIBAET, YTO 3HAYCHUE
OoJpllle WM paBHO (=) caMOMy BBICOKOMY 3HAUYEHHIO IIKAJIbl. OJJIUIC TOPMOKEHHUS,
nepeceKarouiics HIbKe KOHIA IIKaibl ¢ MUHUMAJIbHBIM 3HAY€HUEM, YUTAETCS KaK MeHbIe (<),
4eM caMO€ HU3KOIo 3HaueHHe. Eciu 3HaueHue IeKUT MEX Iy ABYX 3HAUEHUH IIKAJIBL, €70 CIETYET
OKpyruTh B Oosbiryto cropony. MUK 0,125 mxr/mn cnenyer yuutsiBath kak 0,12 Mxr/mi. Cwm.
COOTBETCTBYIOIME TeXHHYeckue JucTel MTS mmm oGparurech Kk pykoBoactBy MTS™
(pororpacumn).

Hanecenne wWHOKyNTa Ha YPE3MEPHO BIIAXKHBIE YaIIKH, TECT IOJIOCOK Ha HEIO0CTaTOYHO
BBICOXIIIYIO arapoBYIO Cpefly, a TAKKE HEPABHOMEPHOE HAHECEHNE KYJIBTYpbl METOJIOM IITPUXA HA
MOBEPXHOCTh arapa MOKET MPHUBECTH K HECIUIOIIHOMY pPOCTY WM (POPMHUPOBAHHIO HEPOBHBIX
KpaeB simrica). B aTom cimydae, TecT ciemyer MOBTOPUTH. Takke HEOOXOIMMO INPOBEICHHE
ITOBTOPHOTO TecCTa, eciin KoHeuHyto Touky MIC TpyaHo npounrtats. B ciydae HepaBHOMEPHOTO
nepecederuss MIC, criemyer cuuThiBaTh Oosbliee 3HaueHue. Ecim 3HadueHwe pacxoxiaeHus >1
pa3BesieHus1, IOBTOPUTH TECT.
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WNHorpa onpezneneHHble KOMOMHALMKM aHTUMUKPOOHOI'O areHTa/MUKpPOOpPraHu3Ma MOTYT J1aBaTh
HEOJIHO3HAYHbIE PE3yJbTaThl, a OLEHKAa KoHeuHOH Touku MUK Moxer ObITh 3aTpyiHEHa IS
HEOIIBITHOrO nepcoHana. [lyid Takux ciaydaeB, HEpCOHAN JIOJKEH ObITh JOMOJHUTEIBHO 00y4eH
IIPaBWJIBHOM OLIEHKE pe3yJbTaTOB, WCIOJb3ys KOHTPOJbHBIE LITAMMBI, PYKOBOJACTBO IIO
MHTEpIpeTai pe3yiibTatoB MTS™ M ONBIT MHTEpPHPETAalUH PE3yJILTAaTOB 0OJee OMBITHBIX
COTPY/HUKOB JIAOOPATOPHH.

HNuTepnperanust pe3yibTaToB

Jlnst knaccudukanuu - pe3ysibTaTta: YyBCTBUTCIBHBIA, MPOMEXYTOYHBIM WM YCTOWYUBBIN,
ClIeyiiTe PEKOMEHIAlMSAM TEKyluX morpaHudHbix 3HadeHuid MUK, onmyGmmukoBanabix CLSI,
EUCAST w/mim HanuoHanbHOM KOHTPOJBHOM TIpymre Bamero peruona. O030p Kputepuen
uatepnperarmu CLS|I u EUCAST mnpencrasnen B tabmune | (onnaitn). [Tockonpky MTS™
reHepupyetr 3HaueHuss MUK, kotopele monagaroT B Auana3oH JABYKPAaTHBIX pPa3BEACHUN i
untepnpetanuu, 3HadeHne MUK MTS™, nomanatoriee MexAy CTaHAAPTHBIMU IBYKPATHBIMH
pa3BeeHUSIMU HEOOXOIMMO OKPYTJIUTh B OOJBIIYI0 CTOPOHY JO CIEAYIOLIEro CTaHAAPTHOTO
BEpXHEro AByKpaTHOro 3HaueHus. Hanpumep, MUK BankoMuiinHa S. aureus paBHbid 1,5 MKr/mi,
coo0mraercst Kak 2 MKI/MJI.

JUis TecToB Ha OIpeAesieHue PEe3UCTEHTHOCTH, KOTOpbIE NPEACTAaBISIIOT COOOH METO[bI
MOATBepkKeHUsT (EHOTUIA, HENpeJAHa3HaueHHble s cTaHpaptHoro omnpeneneHus MUK,
CUMTBIBATh PE3YJbTAT B COOTBETCTBHHM CO CIELUUAIBHBIMU HMHCTPYKLIUSIMH B TEXHHUYECKOM
[IaCIOpTE MPOIYKTA.

Mpumeuyanus

Kaxk u Bce nannbie AST, pesynbtarel MTS™ mpencraBnsior co6oii Tonbko 3Hauenns in Vitro u
MOTYT YKa3bIBaTh Ha MOTCHIMAIBHYIO YyBCTBUTEIBHOCTH OpraHusma in Vivo. Mcmnonb3oBanue
pe3yabTaToB JUId BbIOOpa TEepamuM JOJDKHO OBbITh  HCKIIOUUTEIbHBIM — pEIIeHHEM |
OTBETCTBEHHOCTBIO JIeHalllero Bpaya. PeieHne 10KHO ObITh OCHOBAaHO Ha UCTOPUU OOJIe3HU U
3HAHUSAX aHaMHe3a TMalMeHTa, (apMakoKuHeTHKe / (apMakoAWHAMHUKE MPOTHBOMHKPOOHOTO
areHTa M KJIMHUYECKOM OIbITe JIe4eHUs HMH(EKIMH, BBI3BAHHBIX KOHKPETHBIM MHMKPOOHBIM
naToreHoM. HeoOxommmo Takke yaduThIBaTh MPenapar, 103y U PeKUM J03UPOBAHMUSL.
[Tompobuyto mH(pOPMAIMIO O KOHKPETHBIX OTpaHWYEHHSIX HHTEPIPETAlUN pe3yJIbTaTa H/HiIH
OTpPaHUYEHUSX KIMHUYECKOTO MPUMEHEHUs NPOTHBOMHMKPOOHOrO IIpernapara B pa3iMYHbIX
TEpaNeBTUUECKUX CHUTyallUsIX CM. B TaOiMIax M CHOCKax K CTaHJapTaM MHTEpIIpeTaluu
pesynasTaToB MUK B mocneaaux mokymentax CLSI u EUCAST.

O:kugaeMblie 3HAYCHUSA
O)KI/II[aCMBIe pe3y.1'II>TaTLI TCCTOB Ha ‘IYBCTBI/ITCJ'ILHOCTB 6y)1yT pa3J’II/I‘{aTLCSI B 3aBHUCHUMOCTH OT

MCCTOIIOJIOKCHHUA U YUPCIKIACHUA. Mogenu yCTOI\/'I‘-II/IBOCTI/I OpraHnu3MOB 6y2lyT HaIlpsMYHO CBA3aHBI C

KOHKPETHOM IOIYJIALIUEH.

KonTpoab kayecTrBa
YTo0bI MMPOBCPUTH KAYCCTBO IOJYUYCHHBIX PC3YJILTATOB TCCTHUPOBAHUA, PICHOJ'IL3yI>iTC KOHTPOJIbHBIC

mTaMMBI, KaK IIOKa3aHoO B Ta6m/1ue 1 (OHHaﬁH). PC3yJIBTaTBI CUUTAKOTCA YAOBJIICTBOPUTCIIbHBIMHU, €CIIN

KOHTPOJIb KauCCTBa MOMNAaAalOT B OXHUAACMBIC OHUAIIA30HBI. P C3YyJIbTAaThl MALMCHTOB HC JOJIKHBI

COOGH.[&TBCH, CCJIN PE3YJIbTAThl KOHTPOJISA KAYCCTBA BBIXOAAT 3a MPCACIIbI YKA3aHHOI'0 AWaIla3OHa
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KOHTpoJia kKauecTBa. Pesynpratel MIC mis mramma QC, KOTOpble Ha MOJOBUHY Pa3BEICHUS HUKE
HxHero npenena QC, MOMKHBI ObITh OKPYTJIEHBI B OOJBIIYI0 CTOPOHY JIO0 CIEAYIOLIEr0 BEPXHEro
JIBYKpPaTHOTO 3Ha4yeHus, Kotopoe yctaHoBUT cooTBercTBUEe QC. Pesymbratei MUK, koTopsie
HAIMOJIOBUHY TIPEBHINIAIOT BEPXHUU Tmpenen, OYyOyT OKPYTJCHBI [0 CIEAYIOIIET0 BEPXHEro
JIBYKPATHOTO 3HAYCHHUS, YTO TPUBEIIET K HECOOIIOICHUIO TPEOOBAHUI KOHTPOJISI Ka4eCTBa.

Mepbl IpeaoCTOPOKHOCTH
Cwm. Texuanueckuii muct MTS™ st KOHKPETHOTO peareHTa.

XpaHeHue

e HeBckpbIThie MakeTsl U3 GOIbIU U eMKOCTH (0aHKK): mocine noydeHus xpanute Cucremy MUK
Tect Ctpun (MIC Test Strip) npu temmneparype ot —20 °C no +8 °C 10 yka3aHHOTO Cpoka
rogHoctu. Hexkotopeie MUK Tecr Crpun (Hampumep, KapOamneHEMbl) CIEAyeT XpaHUTh B
3aMOpOXEHHOM Bue rpu Temmepatype -20 °C.

e OsHakombTech ¢ HH(poOpMamueil 0 TemIepaTrype XpaHeHHUs] KOHKPETHOIO peareHTa Ha
3THKeTKe YIaKOBKH !

e OrtkpoiThic 0anku: MIC Test Strip B 6aHKe MOXXHO HCIIOJB30BaTh JI0 2 MECSIEB C MOMEHTA
[IEPBOTO OTKPBITHSI IPU YCIOBUM XPAHEHHS P TEMIEpaType MM KaK yKa3aHHO Ha 3TUKETKE
(HEeoOx0IMMO 3amucaTh JaTy OTKpbITUs OaHkH). [lepen MCronb30BaHUEM OCTABIIUXCS MOJIOCOK
HEOOXOMMO TMPOBEPUTH CPOK TOJHOCTH, yKa3aHHBI Ha ymnakoBke. He XpaHuTh BOIHM3H
HMCTOYHUKOB TEIIa U HE MOJBEpraTh Ype3MEpHbIM IIepernagam TemiepaTtypsl. Beeraa samumaiite
IIOJIOCKH OT BJIar, TeIia ¥ MpsSIMOTo BO3/AEUCTBUS IPKOTO CBETA.

Yruaun3anus

Tlocne ncnoap30BaHus TECT-MOJIOCOK U MaTCpHraIoB, COIMMPUKACAIOIHNXCA C O6p33HOM, OHH OOJIDKHBI
ObITh O0€33apa)KeHbl M YTWIM3UPOBAaHbl B COOTBETCTBUU C JIEHCTBYIOUIMMH JIAOOPaTOPHBIMU
METOJaMHn O6€333pa)KI/IBaHI/I$I " YTUJINW3alUW NIOTCHIHUAJIBHO 3apa)XCHHOT'O MaTCpuala.

Mepbl Ipea0CTOPOKHOCTH

1. Clinical and Laboratory Standards Institute. Performance Standards for Antimicrobial Susceptibility Testing; latest
edition. CLSI supplement M100.

2. Clinical and Laboratory Standards Institute. Methods for Dilution Antimicrobial Susceptibility Tests for Bacteria That
Grow Aerobically; latest edition. CLSI standard MO07.

3. Clinical and Laboratory Standards Institute. Methods for Dilution Antimicrobial Susceptibility Testing of Anaerobic
Bacteria; Approved Standard, latest edition. CLSI document M11.

4. Clinical and Laboratory Standards Institute. Performance Standards for Antifungal Susceptibility Testing of Yeasts,
latest edition. CLSI supplement M60.

5. Clinical and Laboratory Standards Institute. Reference Method for Broth Dilution Antifungal Susceptibility Testing
of Yeasts; latest edition. CLSI standard M27.

6. Clinical and Laboratory Standards Institute. Performance Standards for Antifungal Susceptibility Testing of
Filamentous Fungi; latest edition. CLSI supplement M61.

7. Clinical and Laboratory Standards Institute. Reference Method for Broth Dilution Antifungal Susceptibility Testing
of Filamentous Fungi; latest edition. CLSI standard M38.

8. The European Committee on Antimicrobial Susceptibility Testing. Breakpoint Tables for Interpretation of MICs and
Zone Diameters; latest version.

9. The European Committee on Antimicrobial Susceptibility Testing. Antifungal Agents. Breakpoint Tables for
Interpretation of MICs; latest version.

10. EUCAST documents available at https://www.eucast.org/.



https://www.eucast.org/
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LIOFTLOCHEN

TepMuHBI

in vitro gMarHocTHea BepxHun
He, vonogesosals. Homep napTtiu MNpoussoguTent H/
® NOETODHE LOT IVD Mea. ycTpoiicteo npeaen, T

Cogep#uT gocTatouHo gna f Hus umi O3nakombTecs W
WMcnonezoeate B Kar. Homep =
N> TECTOB /] npegen, °C HHcTpykumen

JUist TOJTy4eHus TOTIOTHUTENIbHOW HHPOPMALIU O KOHKPETHBIX TPUMEHEHHUSX, MTpernaparax u
KOMOMHAIMSIX JIEKAPCTBO-OPTaHU3M MTOCETHUTE: liofilchem.com/MTS




